
1/2/2017 1/3/2017 1/4/2017 1/5/2017 1/6/2017
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 0.1 < 0.1 < 0.1 < 0.1 < 0.1
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 < 0.1
VRAE n/a n/a n/a 0.0 0.0 0.3 0.1 0.0 0.0 0.0 0.1 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a 0.0 0.0 0.3 0.1 0.1 0.0 0.0 0.1 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.1 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.1 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.1 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
Dräger < 1.0  < 1.0  < 1.0  n/a n/a n/a n/a n/a n/a n/a n/a n/a

MultiRAE VOC 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
Dräger < 1.0  < 1.0  < 1.0  n/a n/a n/a n/a n/a n/a n/a n/a n/a

MultiRAE VOC 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
Dräger < 1.0  < 1.0  < 1.0  n/a n/a n/a n/a n/a n/a n/a n/a n/a

MultiRAE VOC 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
Dräger < 1.0  < 1.0  < 1.0  n/a n/a n/a n/a n/a n/a n/a n/a n/a

MultiRAE VOC 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
Dräger < 1.0  < 1.0  < 1.0  n/a n/a n/a n/a n/a n/a n/a n/a n/a

MultiRAE VOC 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
Dräger < 1.0  < 1.0  < 1.0  n/a n/a n/a n/a n/a n/a n/a n/a n/a

MultiRAE VOC 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
Dräger < 1.0  < 1.0  < 1.0  n/a n/a n/a n/a n/a n/a n/a n/a n/a

MultiRAE VOC 0.0 0.0 0.0 n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 n/a n/a 0.0 0.0 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 n/a n/a n/a n/a n/a
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 n/a n/a 0.0 0.0 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 n/a n/a n/a n/a n/a
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 n/a n/a 0.0 0.0 0.0
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 n/a n/a n/a n/a n/a
VRAE n/a n/a n/a 0.0 0.0 0.0 0.0 0.0 n/a n/a n/a n/a
Dräger n/a n/a n/a < 0.1 < 0.1 < 0.1 < 0.1 < 0.1 n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a > 20.0 0.0 n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a > 50 < 100 < 0.1 n/a n/a n/a
VRAE n/a n/a n/a > 20.0 > 20.0 > 20.0 > 20.0 0.0 n/a n/a n/a n/a
Dräger n/a n/a n/a > 1.0 > 1.0 > 1.0 > 50 < 100 < 0.1 n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a < 0.1 n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a < 0.1 n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a 0.0 n/a n/a n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a < 0.1 n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a 3.6 4.5 1.5
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a > 20 > 20 2.8
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a < 50 n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a 0.0 n/a n/a
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a > 20
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a
VRAE n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a > 20 2.5 1.2
Dräger n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a n/a < 50 n/a n/a
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Environmental Air Monitoring for Phosphine Gas at , Amarillo, TX  79107
Monitoring Date

1/10/2017 1/11/2017 1/12/2017 1/17/20171/7/2017
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